
HOPEFULL MEDICAL EQUIPMENT CO.,LTD.

Assembly procedure(require 2 workers) 
Model: All B series electric bed include B768y,B868y,B968y,F968y-ch,B988t-ch,etc.

 Step Picture

1. Use the fork truck to put the 
package onto the floor, each time only 
handle 1pc.

2.Use the spanner to loose the 4pcs 
screws and move away the metal 
frame.

3. Use the scissors to cut the plastic 
and take out of the paper carton.

4.(Only for bed with backup 
battery) Insert the backup battery 
plug into the control box and fix it. After 
the backup battery light on, then go the 
next step.

5.Move the bed out and put it onto the 
floor, take out the hed and foot panels 
also the assembling metal parts.
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6. Prepare the tools and lift up the foot 
board, use the 10# spanner and 
screws to mount the mattress skiproof.

7.Put the metal shafts into the whole 
and use the srews and tools to fix it. 

8.Please insert the head board/foot 
panels correctly into the the fixing pin.    
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9.Turn the red lock into the locked 
state.

10.Put the mattress onto the bed 
board,lifting up the bedside 
rail,connecting the power cord , then 
finish aseembling

11.When bed is under the static state, 
please lock the wheels.


